[Basis of parameters of a rheographic catheter for intravascular studies].
A technique of examining large arteries with the rheographic catheter is described. The selection of catheter's parameters is based on analysis of a mathematical model for the catheter inserted into a vessel. The technique has been clinically verified, results are presented.